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Introduction
The exposure to natural and synthetic chemicals, which can interfere with the reproductive 

system and its development, is a controversial topic in environmental science due to the potential 
risks to wildlife and humans. These chemicals, shown to having a significant effect on reproductive 
systems in wildlife [1] and humans, are termed Endocrine Disrupting Compounds (EDCs) [2-4]. The 
endogenous estrogens: estrone (E1), 17-β-estradiol (E2) (Figure 1), estriol (E3), and progestogens, 
are natural compounds in humans and animals. The exogenous estrogens (exoestrogens) include: 
phytoestrogens, synthetic estrogens (e.g., 17-α-ethinylestradiol (EE2)) (Figure 1). Female steroids 
are widely used as contraceptives and also as medicaments, and in hormone-replacement 
therapy [5]. There is considerable increase in the consumption of estrogens in human medicine, 
primarily contraception: EE2 is one of two most common components contained in combined oral 
contraception [5].

One major problem of steroid therapy is the pollution of the global environment; the presence 
of estrogenic compounds in aquatic systems is well described [6]. As the steroid estrogens are not 
usually entirely metabolized, as human waste-borne, they enter the aquatic environment mainly 
by effluents from wastewater (sewage) treatment plants (STPs) [2]. The natural steroid estrogen 
hormone E2, its metabolites (E1 and E3) and conjugates (glucuronides and sulfates) are mainly 
excreted in the urine of mammals [7]. The synthetic steroid hormone EE2 is also excreted in urine 
of women on such medication [7]. The EE2 conjugates can be degraded in STPs, releasing the active 
parent compound [8].

Steroid hormones, like many EDCs, have potent activity at ng/L, and lower (pg/L), concentration 
in target tissue. Thus, effective analysis in relevant liquid and environmental samples is necessary. 
For the trace level determination of steroids with similar structures, being present in complex 
matrices, sensitive, accurate and precise analytical methods are therefore required. To this end, 
various analytical methodology, like ELISA [9], hyphenated GC [10] and LC [11], MS, tandem 

Research Article

Development and Validation of a Gas 
Chromatography-Mass Spectrometry 
Test Method for Screening and 
Quantitation of Steroid Estrogens 
(Endocrine Disruptor Compounds) 
in Water and Wastewater Using Large 
Volume Injection
T Manickum1* W John1 and Z D Mlambo1

1Scientific Services Laboratories: Chemical Sciences, Engineering & Scientific Services Division, South Africa

Article Information

Received date: May 05, 2016 
Accepted date: Jun 13, 2016   
Published date: Jun 15, 2016

*Corresponding author

Manickum T, Scientific Services 
Laboratories: Chemical Sciences, 
Engineering & Scientific Services, South 
Africa, Tel: (+27) 33 341 1067; Fax: (+27) 
33 341 1501; Email: thavrin.manickum@
umgeni.co.za

Distributed under Creative Commons 
CC-BY 4.0

Keywords Steroid estrogen; Endocrine 
disrupting compound; Wastewater; 
Liquid-liquid extraction; Large volume 
injection; Gas chromatography-mass 
spectrometry; Selected ion monitoring

Abstract

An improved, Liquid-liquid Extraction (LLE) procedure, without derivatisation, using large volume injection, 
followed by separation with Gas Chromatography (GC), and mass spectrometric detection, in Selected 
Ion Monitoring (SIM), has been fully validated and applied in the quantitation of three priority female steroid 
estrogens (natural estrogens: 17-β-estradiol (E2), estrone (E1) and the synthetic estrogen:17-α-ethinylestradiol 
(EE2)), in water and in raw influent wastewater matrix. The method has been validated, over the range 10-100 
µg/L, showing, for all target analytes, good linearity (mean r2 = 0.997), recovery (mean = ± 99%), and precision 
(mean RSD = ± 5.5%) in both water and wastewater matrix. The Method Detection Level (MDL) was: 5 ng/L for 
E1, 2 ng/L for E2 and 5 ng/L for EE2. The LOQ was 10 ng/L for E1, E2 and EE2. The signal/ Noise (S/ N) ratio 
method gave an LOD and LOQ of 1 ng/L (S/ N = 17-61) for all three estrogens. The method was successfully 
applied to the determination of the target estrogens in raw wastewater, treated wastewater and river water. The 
estrogen levels, in all tested matrices, obtained by the GC-MS method compared fairly well with the previously 
used Enzyme-Linked Immunosorbent Assay (ELISA). The method showed to be a viable option to ELISA and 
Liquid Chromatography- tandem Mass Spectrometry (LC-MS/MS).
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mass spectrometry (MS/MS) [12], electrophoresis [13] have been 
developed, and related reviews [14] have been published. 

For analysis of estrogens at the picogram per liter level, without 
derivatisation, (as in our present study), the sensitivity achieved by 
the use of a GC-MS instrument can be a challenge. More sensitive 
results can be obtained with GC-MS/MS but a derivatisation step 
is still needed. Although the use of MS-based chromatographic 
(GC/LC) detection methods have the main distinct advantage of 
simultaneous multi-analyte screening and specificity, they have 
several potential drawbacks, including expensive instrumentation, 
large sample volume, extensive purification, utilization of large 
amount of solvents, and the need for technical expertise in operation. 
The analysis of a large number of samples may be both cost and time-
prohibitive.

The Darvill Waste Water Works, in Pietermaritzburg, of Umgeni 
Water, is the main sewage treatment plant for the Pietermaritzburg 
area, serving over 300 000 people. Treated sewage is then discharged 
directly into the adjacent Umsunduzi (Duzi) River. This river joins 
the Umgeni River, which is the main water supply to the Inanda 
dam. The latter supplies raw water to Durban Heights and Wiggins 
potable water treatment works, managed by Umgeni Water, to supply 
potable water to the greater Durban area. Currently the dam supplies 
about 300 m3/d. As the Inanda impoundment (~ 240 x 106 m3) has 
a retention time in the order of 2 years, estrogenic contaminants 
are not currently a concern. However, direct recycling options are 
being considered at Umgeni Water; a recent pilot project investigated 
the use of Membrane Bioreactors (MBR), followed by advanced 
treatment, to treat waste water to a standard where it is drinkable. 
The necessity of monitoring of the water quality was therefore a 
critical requirement to assess performance of the MBR; testing for 
some selected steroid estrogens was done largely by the immuno-
analytical ELISA method, by outsourcing samples to the University 
of the Western Cape (UWC) [15,16]. This nationally available routine 
service, however, has cost implications, sample transport and stability 
implications.

Hu et al., [17] reported an optimized SPE-based method, using 
the GC-MS method, for quantitation of the steroid estrogens E1, 
E2 and EE2 in water matrix only; MDLs of 0.031-0.046 ng/L were 
obtained for E1, E2, and EE2 in environmental waters [17]. Due to the 
availability of a number of GC-MSD units in our state-of-the-art ISO/
IEC 17025-accredited routine, water testing laboratory at Umgeni 
Water (Head Office, Pietermaritzburg), and the latter report [17,18], 

we considered setting up a simple GC-MS based in-house chemical-
analytical test method as an option to the immuno-analytical ELISA 
method for steroid estrogen analysis in water, and in raw influent 
wastewater matrix. The aim of this study was thus to evaluate, 
develop and validate a GC-MS analytical method for analysis of E1, 
E2 and EE2 in water and in raw influent wastewater matrix. We now 
report on an improved procedure and the full, preliminary method 
validation data and method performance. 

Materials and Methodology
Materials 

Estrone (E1) (b.p. 445.2°C/760 Pa), 17-β-estradiol (E2) (b.p. 
445.92°C/760 Pa) and 17-α-Ethinylestradiol (EE2) (b.p. 457.2°C/760 
Pa) (≥ 98% purity), sodium sulfate (anhydrous), Dichloromethane 
(DCM), Dimethyl Sulfoxide (DMSO) (pesticide grade), and ethanol 
(HPLC grade) were purchased from Capital Lab Supplies (South 
Africa), local agents for Sigma-Aldrich. Ultrapure water (mean 
conductivity 0.055 µs/cm and mean TOC 1.67 µg/L) was obtained 
from a Siemens unit. Nitrogen gas was obtained from Airflex 
(Pietermaritzburg, South Africa). The low pressure drop GC, single 
taper split inlet liner, with glass wool, deactivated (4,0 mm ID, 6.3 
mm OD x 78,5 mm length) (Agilent # 5183-4711) was obtained from 
Chemetrix (Midrand), agents for Agilent. The Supelco # 2-0510-
05 GC inlet liner was obtained from Capital Lab Supplies (South 
Africa). A 20 mg/L composite primary stock standard of the three 
steroid estrogens were prepared by weighing 5 mg each of estrone 
(E1), 17-β-estradiol (E2) and 17-α-ethinylestradiol (EE2) into a 
250 ml volumetric flask, and dilution to the mark with DMSO. A 
composite, intermediate secondary stock solution of 200 µg/L in 
DCM was prepared. Five composite, working standard solutions of 
10 µg/L, 15 µg/L, 20 µg/L, 50 µg/L and 100 µg/L were prepared from 
the intermediate secondary stock solution in DCM (50 mL). Storage 
and stability information has been previously reported [9,15,16]. As 
per the recommended procedure [9,15,16], wastewater influent (site 
WDV 1) and effluent (site WDV 20) grab samples were collected 
during August 2014, from DWWW and a river sample, taken from 
the Duzi River, upstream of the DWWW effluent discharge point/
zone was also obtained, as a “control” sample. A “blank” sample was 
not taken. The total number of sampling runs was 2. Samples were 
immediately transported, on ice packs, to the testing laboratory; 
where this was not possible, collected samples were stored overnight 
at 4°C-8°C [9,15,16].

Figure 1: Chemical structure of the steroid estrogens, showing E2, E1, EE2.
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Methodology

A 1 L water sample was extracted with DCM (60 mL x 3) in a 
2 L separating funnel. The combined DCM extracts were dried over 
anhydrous sodium sulphate and evaporated to 2 mL, under reduced 
pressure, using a BUCHI R210 rotatory evaporator. After being 
transferred into a calibrated GC auto sampler vial, the 2 mL extract 
was concentrated to a final volume of 1 mL by gentle blowing with 
a fine stream of a regulated supply of nitrogen gas, from a cylinder, 
via a syringe needle, at room temperature. The final reduced volume 
of 1 mL DCM extract was then analyzed by GC-MS. Analysis were 
carried out with an Agilent 7890A gas chromatograph equipped with 
a PTV inlet, for solvent and Multi-Mode Injection (MMI), in the fast 
injection mode (0 s injection interval), Agilent 7693A auto-sampler, 
coupled to an Agilent Technologies 5975C inert, Triple- Axis MSD. 
The GC column was an Agilent Technologies HP-5MS (30 m x 0.25 
µm x 0.250 mm); helium gas flow was at 1mL/min. The temperature of 
the GC-MS interface line was maintained at 230°C; quad temperature 
was 150°C. The inlet mode was set to “PTV solvent vent”; pressure 
was 14 psi, with total flow 54.738 mL/min and 3 mL/min septum 
purge flow. The purge flow to the split vent was 50mL/min at 6.5 min. 
The inlet temperature program was: 40°C/4.2 min, then 300°C/min to 
350°C, for 5 min. Using a 10 µL syringe, the “Multiple” injection type 
was used with 10 Injection Repititions of 5 µL volume. The GC oven 
temperature program was: 40°C initial, for 6.1 min, then 30 °C/ min 
to 230 °C, for 1 min, and 10 °C/ min to 290°C, for 9 min. The Electron 
Impact (EI) ionization mode (emission current = 34.6 µA), with EI 
source temperature of 230°C was used, with 70 eV electron energy, 
tuned with Perfluoro-Tri-Butlyamine (PFTBA). Full scan mass 
spectra were obtained over the scan range 40-500 amu. SIM mode 
was used for quantitation with 4 minute solvent delay. Monitored 
fragment ions used were m/z: 270 (100%), 185, 146 for E1, 272 (100%), 
213, 160 for E2 and 213 (100%), 160, 296 for EE2; a dwell time of 100 
ms was used for all ions. The base peak was used for calibration and 
quantitation. The retention time windows were: 19.500-19.650 min 
for E1, 19.690-19.800 min. for E2, and 20.200-20.400 min. for EE2. 

Qualitative identification of the target estrogens E1, E2, and EE2 was 
established by analysis of liquid standards in DCM, made from the 
commercial material, in full scan MS mode, based on retention time 
analysis, and by comparison of the observed mass spectra, with that 
of the NIST Library, on the GC-MSD instrument Software, and the 
NIST mass spectra. In full scan mode, m/z ion abundances obtained 
by us, on the Agilent MSD, were: 270 (100%), 185 (82%), 146 (86%) 
for E1, 272 (100%), 213 (66%), 160 (61%) for E2, and 213 (100%), 160 
(100%), 296 (98%), for EE2, respectively. Mass spectral verification 
on real water samples was done by comparison of relative abundance 
values of the quantification and qualification ions to the same values 
obtained from the standard samples. The initially reported [19] 
GC-MS parameters were utilized as a starting point. Preliminary 
work involved the effect of GC inlet liner. The “straight through” 
purge-trap liner (Supelco: # 2-0510-05), and the split liner (Agilent 
# 5183-4711), not previously investigated, were investigated for 
optimum sensitivity, precision and accuracy. The oven temperature 
programme (first ramp) was changed from 20°C/min to 30°C/min. 
in order to improve resolution of E1 and E2. The steroid estrogen 
levels in all samples were determined from the calibration graph. The 
calibration standard solutions data were fitted to a straight line of the 
form: y = mx + c (y = signal response; m = gradient; x = unknown 
concentration; c = y-intercept).

Recoveries were calculated using the observed values on the 
“blank” samples, the spiked samples and the expected (theoretical 
concentration): % R = (Cs - Cus/Ct) 100%, where Cs = estrogen level on 
spiked sample, Cus = estrogen level on “blank” sample, Ct = theoretical 
estrogen (spike) level.

Results
Figure 2 and 3 shows the TIC chromatogram, and the extracted 

ion chromatogram, of a 10 µg/L DCM standard. The average 
retention times were: (± SD) (%RSD): 19.590 (± 0.109) min. (0.55) 
for E1, 19.787 (± 0.106) min (0.53%) for E2, and 20.307 (± 0.107) 
min. (0.52%) for EE2. Figure S1 shows the SIM chromatogram of an 
extracted ultrapure water sample, spiked at 1 ng/L. 

Figure 2: SIM chromatogram of a DCM 10 µg/L standard (10 µg/L) of steroid estrogens: E1 at 19.605 min, E2 at 19.719 min, EE2 at 20.274 min.
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Evaluation of ultrapure water indicated average values of well 
below the LOQ and LOD for all three estrogens. Regression analysis 
showed good linearity. The correlation coefficient r2, determined over 
13 days, averaged 0.996 (range = 0.994-0.997) for E1, 0.996 (range 
= 0.9959-0.9963) for E2, and 0.998 (range = 0.996-0.999) for EE2, 
indicating acceptable linearity. The linear regression equations were, 
on average: y = 582414x - 1438852, for E1, y = 125710x -193517 
for E2, and y = 1034883x - 2526525 for EE2. Due to the 1/1000 
concentration effect during the liquid-liquid extraction procedure, 
the estrogen levels on all matrix samples were obtained directly from 
the calibration graph, in ng/L units. For spiked ultrapure water, 
wastewater influent and effluent, at 10, 50 and 100 ng/L, the observed 
concentrations were plotted as a function of average area response (n 
= 3). The mean (± SD) (% RSD) regression parameters was: r2 = 1.000 

(range = 0.999-1.000) , m = 411 806 (± 19 327) (4.69%), c = 4 882 108 
(± 5 722 891) (117.22%) for E1; r2 = 0.949 (range = 0.850-1.000), m 
= 107 207 (± 33 192) (30.96%), c = 2 719 356 (± 2 340 937) (86.08%) 
for E2; r2 = 1.000 (range= 0.999-1.000), m = 1 533 767 (± 77 110) 
(5.03%), c = 2 881 454 (± 2 650 580) (91.99%) for EE2. Thus, good 
correlation was observed for all three analytes in all three matrices. 
The average m (gradient) values decrease in the order: EE2 > E1 > E2, 
indicating maximum sensitivity (area response) for EE2, followed by 
E1 and E2, in all three matrices. The % RSD for the m values, for the 
three matrices, is approximately 5% for both E1 and EE2, indicating 
fairly constant sensitivity. Instrument precision (repeatability) was 
determined by assay of 10 replicates of composite standards, in DCM, 
at 25 and 100 µg/L. Using peak areas, RSD % was 4.56 and 2.98% 
(mean = 3.77) for E1, 5.47 and 1.52% (mean = 3.50) for E2, 5.11 and 

Figure 3: SIM Extracted ion chromatogram of a DCM standard (10 µg/L) of steroid estrogens: E1 at 19.606 min, E2 at 19.720 min, EE2 at 20.274 min.

Table 1: Observed estrogen levels, recovery, precision and bias of analytes in ultrapure water matrix.

Matrix Estrogen Concentration
added (ng/L)

Concentration found
Mean ± SD (ng/L)#

RSD
(%)

Recovery (Accuracy)
Mean ± SD (%) RSD (%) Bias (%)

Ultrapure water E1 < 10

(unspiked) E2 < 10

EE2 < 10

Ultrapure water E1 10 10.08 ± 0.17 1.67 100.83 ± 1.69 1.67 + 0.83

(spiked) 50 43.26 ± 4.32 9.98 86.51 ± 8.63 9.98 - 13.49

100 92.77 ± 2.72 2.93 92.77 ± 2.72 2.93 - 7.23

Mean 93.37 ± 7.18 7.69 -6.63

E2 10 10.08 ± 0.19 1.93 100.80 ± 1.95 1.93 +0.80

50 46.04 ±1.59 3.46 92.09 ± 3.19 3.46 -7.91

100 92.18 ± 8.90 9.65 92.18 ± 8.90 9.65 -7.82

Mean 95.02 ± 5.00 5.26 -4.98

EE2 10 9.98 ± 0.03 3.32 98.63 ± 2.29 2.33 -1.27

50 45.19 ± 1.93 4.28 90.37 ± 3.86 4.28 -9.63

100 90.94 ± 9.10 10.00 90.94 ± 9.10 10.00 -9.06

Mean 93.31 ± 4.61 4.94 -6.65
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Table 2: Observed estrogen levels, recovery, precision and bias of analytes in wastewater matrices.

Matrix Estrogen Concentration 
added (ng/L)

Concentration found
Mean ± SD (ng/L)#

RSD
 (%)

Recovery (Accuracy)
Mean ± SD (%) RSD (%) Bias (%)

Darvill influent E1 22.43 ± 1.29 5.73

(unspiked) E2 29.33 ± 0.56 1.91

EE2 8.42 ± 0.91 10.81

Darvill effluent E1 17.99 ± 0.68 3.80

(unspiked) E2 19.97 ± 0.26 1.31

EE2 7.25 ± 0.44 6.03

Mean 95.02 ± 5.00 5.26 -4.98

Darvill effluent/treated wastewater E1   10 10.09 ± 1.70 16.84 100.87 ± 16.99 16.84 0.87

(spiked)   50 41.07 ± 0.93 2.27 82.15 ± 1.86 2.27 -17.85

  100 94.39 ± 1.84 1.95 94.39 ± 1.84 1.95 -5.61

Mean 92.47 ± 9.51 10.28 -7.53

E2   10 9.76 ± 0.85 8.75 97.63 ± 8.54 8.75 -2.27

  50 49.71±1.96 3.95 99.41 ± 3.93 3.95 -0.59

  100 92.76 ± 1.73 1.87 92.76 ± 1.73 1.87 -7.24

Mean 96.60 ± 3.44 3.56 -3.37

EE2   10 11.53 ± 1.34 11.66 115.27 ± 13.44 11.66 15.27

  50 47.72 ± 0.19 0.40 95.43 ± 0.38 0.40 -4.57

  100 101.43 ± 1.25 1.24 101.43 ± 1.25 1.24 1.43

Mean 104.04 ± 10.17 9.78 4.04

Darvill Influent/raw wastewater E1   10  14.82 ± 2.34 15.79 148.20 ± 23.40 15.79 48.20

(spiked)   50  50.21 ± 1.54 3.07 100.42 ± 3.08 3.07 0.42

  100  99.56 ± 0.60 0.61 99.56 ± 0.60 0.61 -0.44

Mean 116.06 ± 27.84 23.99 -0.01

E2   10 14.69 ± 2.54 17.32 146.87 ± 25.43 17.32 46.87

  50 50.13 ± 1.25 2.49 100.25 ± 2.92 2.85 0.25

  100 102.65 ± 2.92 2.85 102.65 ± 2.92 2.85 2.65

Mean 116.59 ± 26.25 22.52 16.59

EE2   10 7.13 ± 2.05 28.67 71.33 ± 20.45 28.67 -28.67

  50 48.53 ± 1.18 2.42 97.07 ± 2.35 2.42 -2.93

  100 106.23 ± 2.56 2.41 106.23 ± 2.56 2.41 6.23

Mean 91.54 ± 18.09 19.77 -8.46

#After blank correction.

1.75% (mean = 3.43) for EE2. For a composite standard of E1, E2, and 
EE2, at 10, 50 and 100 µg/L, in ultrapure water, 10 replicate injections 
(within-batch) gave an RSD of: 4.60%, 4.90 and 2.40%, for E1, 5.40 
%, 4.30 and 1.50%, for E2, and 5.10, 5.40 and 1.70%, for EE2. The 
mean precision (± SD), at the 10-100 ng/L level, for all three estrogens 
is 4.91 % (± 3.89) RSD. The mean precision (± SD), at the 10-100 
ng/L level, for all three estrogens, is 6.10% (± 6.27) % RSD. Individual 
precision (RSD) (± SD) increased in the following order: 3.23% 
(± 2.51) for E2, 4.58% (± 3.84) for EE2 and 10.50% (±8.48) for E1. 
Standards of concentration 10, 5 and 2 ng/L in ultrapure water were 
analyzed in replicates of 3. The LOQ was found to be 10 ng/L, for E1, 
10 ng/L for E2, and 10 ng/L for EE2 (Table S1). The LOD was found 
to be 5 ng/L, for E1, 5 ng/L for E2, and 10 ng/L for EE2, with RSD = 
13.93% (accuracy = 89.80), For comparison purposes, use of the S/N 

ratio method for chromatographic methods, gave a LOD and a LOQ 
of 1 ng/L for E1 (mean S/N = 61, RSD = 9.58%), E2 (mean S/N = 17, 
RSD = 9.58%), and EE2 (mean S/N = 27, RSD = 23.85%), based on the 
lowest standard used (1 ng/L in ultrapure water) (Figure S1). 

For unspiked ultrapure water, observed levels for all three 
estrogens (E1, E2, and EE2) were below the method LOQ (Table 1). 
The overall mean recovery, (± SD) (mean %RSD), for spiked ultrapure 
water matrix, over the range 10-100 ng/L, for all three estrogens, was 
93.90% (± 0.97) (5.87) (Table 1). 

Recovery results for wastewater matrix is summarized in Table 2:

The overall mean recovery (± SD), for the Darvill influent, over 
the range 10-100 ng/L, for all three estrogens, was 108.06% (± 14.31) 
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(22.09). For the Darvill effluent, the overall mean recovery (± SD), 
over the range 10-100 ng/L, for all three estrogens, was 97.70% (± 
7.71) (7.87). The overall mean recovery (± SD), for each estrogen, in 
raw and treated waste water is: 104.27% (± 22.65) for E1, 106.60% 
(± 20.01) for E2 and 97.79% (± 14.81) for EE2. The overall mean 
recovery (± SD), for both raw and treated wastewater matrix, over 
the range 10-100 ng/L, for all three estrogens, was 102.88% (± 7.33). 
Replicate analysis (n = 3, within-batch) results of the raw sewage 
and treated wastewater is summarized in Table 2. Figure S2 shows 
the chromatogram of an extracted, unspiked wastewater (influent) 
sample. Comparative results (n = 1 for GC-MS; n = 3 for ELISA) for 
a river sample, taken from the Duzi River, “upstream” of the normal, 
routine Darvill effluent discharge site (WDV 020), in the vicinity of 
Darvill Wastewater Works, is also listed in Table 1.

Discussion
Some of the recently international, reported analytical methods, 

used for trace analysis of the target steroid estrogens (E1, E2, EE2) in 
water and wastewater, are GC-MS, with BSTFA derivatisation [18], 
LC-DAD/FD [19], LC-MSMS [20], ELISA [21] and electrophoresis 
[22], with LODs and LOQs in the higher µg/L range [19,21]; many 
reports do not provide important LOQ data [19,21]. Various sensitive 
GC-MS methods have been reported [10,23] with LOQs of 0.06-30 
ng/L. However, these methods required prior derivatisation [10,23]. 
Various methods, like passive sampling, Solid-Phase Extraction (SPE), 
Solid Phase Micro-Extraction (SPME), Single Drop Micro-Extraction 
(SDME), dispersive liquid-liquid micro-extraction, Vortex-assisted 
Liquid-liquid Micro Extraction (VALLME), immunosorbent 
extraction, molecularly imprinted SPE, continuous LLE, and LLE, 
have been reported [14]. To reach low (ng/L) detection levels, high 
extraction (sample) volumes are required. The SPE method by Hu 
et al. [17] used 1 L of water sample. For sample preparation, we 
used liquid-liquid extraction of a 1 L sample, for ease of setup and 
the need to achieve optimum sensitivity. Steroid hormones possess 
polar and non-ionic characteristics that enable use of reversed-phase 
purification and separation strategies. The application of sample 
preparation with high pre-concentration is necessary to achieve LODs 
at the ng/L level in liquid, and solid, samples. Most analytical methods 
include a SPE step alongside a more time-consuming purification 
step (e.g., gel-permeation chromatography). The concentration of 
steroid hormones in real samples is extremely low, usually pg/L to 
ng/L; the great variety of steroid hormones enhances the difficulty of 
their detection. A selective separation method and sensitive detection 
is therefore required. Currently, the most important methods used 
for steroid determination are LC-MS, LC-UV/FD, GC-MS, and 
immunoassays Considering the low LODs, and LOQs (ng/L or ng/g), 
GC-MS/MS and especially LC-MS/MS are the methods of choice.

With traditional liquid injection techniques in capillary gas 
chromatography, most inlets and columns can only handle 1- 2 
μL at a time. Attempts to increase the injection volume can lead to 
broadened and distorted analyte peaks, large and long solvent peak 
tails, and saturated or damaged detectors. The purpose of increasing 
the injection volume is normally to improve detection limits in 
trace analysis. The development of the programmable temperature 
vaporizer technique [24], which offers the capability of Large-
Volume Injection (LVI) [25], can improve sensitivity of the GC-
MS analysis for steroid estrogens. In the current study, the Agilent 
Multi Mode Inlet (MMI) was used, having the following operational 

modes: Hot split/splitless, Cold split/splitless, Solvent vent and Direct 
modes. As in the other evaporation techniques, many factors can 
affect performance and efficiency of the LVI: solvent type, injection 
volume, the inlet temperature, the vent flow of evaporation gas, 
and the analyte boiling point. In addition, the inlet pressure during 
evaporation and the inlet liner have an impact on the rate of solvent 
removal and analyte recovery.

We utilized the previously reported parameters [17], DCM 
solvent, initial inlet temperature of 40°C, and 50 µL sample injection 
volume. Using the programme: initial: 40°C for 6.1 min, then 20 °C/ 
min to 230 °C for 1 min, and finally 10 °C/ min to 290 °C for 9 min), 
it was initially noted that signal responses (GC peaks) for E1 and E2 
peaks were co-eluting, at ± 19.7 min. The following GC oven program 
was subsequently adopted: initial: 40°C for 6.1 min, then 30 °C/ min 
to 230 °C for 1 min, and finally 10 °C/ min to 290 °C for 9 min, which 
improved the resolution of E1 and E2.

Our chemical tests on water are ISO/IEC 17025-accredited. Our 
internal Standard Operating Procedure for Method Validation, based 
on the ISO/IEC 17025 guide for testing laboratories, and the national 
South African National Accreditation Standards (SANAS) reference 
document TR 26-02, was followed; typical validation parameters, like 
linear range, recovery, precision, sensitivity (LOD, LOQ), etc., were 
evaluated.

Four different inlet liners (multibaffle (5183-2037), fritted glass 
(5183-2041), single baffle (5183-2038 with glass wool, and 5-83-
2036)), were previously evaluated [19]; the multibaffle liner was found 
to be suitable [19]. We found that the Agilent # 5183-4711 liner gave 
optimum accuracy and precision compared to the “pure-and-trap” 
liner. Using area responses of the selected quantification ions (m/z 
270 for E1, 272 for E2, and 213 for EE2) from composite standards 
in DCM, and the observed concentrations automatically calculated 
from the DCM calibration standards, it was noted that the split liner 
(Agilent # 5183-4711) gave the best, overall accuracy, and precision. 

Of note is the observation that while the LOD is reported for 
most of the methods, there appears to be no corresponding Method 
Detection Level (MDL) or LOQ data for most of the international 
reports. A recent review [26] on this subject also reports only the LOD 
of the various methods, determined at a Signal: Noise ratio of 3: 1. 

The Method Detection Level (MDL) [27] and Level of Quantitation 
(LOQ) (Minimum Quantitation Level (MQL)) has been defined [28]. 
The IUPAC method [28] uses the mean concentration and Standard 
Deviation (SD) from replicate analysis of a “blank” (ultrapure water) 
sample matrix, as per following equations: mean + 10 SD, for LOQ, 
and mean + 3 SD, for LOD, respectively. This statistical approach, 
however, cannot be applied when a negative value is observed for 
the blank signal response. Based on the former definitions [27], and 
our validation results (Table 1), our MDL is: 5 ng/L for E1, 5 ng/L 
for E2 and 2 ng/L for EE2. Standards of concentration 10, 5 and 2 
ng/L in ultrapure water were analyzed in replicates of 3 to determine 
the LOQ and LOD, based on the lowest standard which met the 
criteria of observed recovery (limit = 80-120%) and concentration 
precision (RSD ≤ 10%), our internal laboratory limits. The observed 
data comply with our general acceptable internal limits for recovery 
and precision. Our laboratory water quality tests methods (assays) 
generally utilize this technique for LOD and LOQ determination. The 
serial dilution technique, although it results in higher LOD and LOQ, 
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would tend to be more accurate, being based on compliance to actual 
recovery, and precision, limits; selection of the “noise” region in a 
chromatogram, using the S/N method, is subjective, due to choice 
by the analyst. Composite standards of < 1 ng/L concentration in 
ultrapure water were not investigated. 

Our previous study [29] showed that, at international level, 
there is fairly equal use of chemical-analytical LC, GC and immuno-
analytical (ELISA) test methods for screening and quantitation of the 
steroid estrogens (E1, E2, EE2) in water matrices; relative sensitivity 
(LOQ - ng/L) of the test methods decrease in the following order:

LC-MS/MS (0.08-9.54) > GC-MS (1) > Immunoassay (e.g., 
ELISA) (5) (chemical-analytical > immuno-analytical) [29]. Although 
the sensitive LC-MS/MS methods Electrospray Ionisation (ESI) and 
APCI are available, both modes of ionization are susceptible to loss 
of signal response due to ion suppression caused by matrix effects in 
complex samples.

Improved recovery was noted in this study (overall ± 99%), for 
the three matrices: ultrapure water, influent and effluent, compared 
to the lower recoveries obtained in the earlier work [19], (> 50%, 
who also investigated the liquid-liquid extraction, with large volume 
injection), presumably due to the Agilent inlet liner used in our study. 
For the SPE technique, 79-98%, at 10 ng/L spike concentration, was 
obtained. However, recovery data for raw wastewater is not reported 
[17]. The mean precision for recovery (% RSD) of E1, E2 and EE2, 
for the three different matrices: ultrapure water, raw and treated 
wastewater, increases in the order: ultrapure water (5.34%) < effluent 
(9.00%) < influent (22.69%). This order can be expected based on 
the expected increase in percentage solids in moving from ultrapure 
water (minimal solids/dissolved solids) to influent matrix (maximum 
solids/dissolved solids).

Due to the unavailability of SPE equipment, our preliminary 
investigation focused on the liquid-liquid extraction technique only.

In ultrapure water, one would not expect any concentration of 
steroid hormones - the observed results confirm this, indicating levels 
of below the method LOQ for all three hormones: E1, E2 and EE2. In 
the raw wastewater (influent), the observed steroid levels decrease in 
the order: E2 > E1 > EE2. There is a noticeable decrease in the steroid 
levels in the treated wastewater (influent), due to some removal by the 
wastewater treatment process at the wastewater plant. The observed 
removal decreases in the following order: E2 (32%) > EE2 (14%) > 
E1 (2%); our previous work, using ELISA, showed an observed mean 
removal efficiency as follows: EE2 (90%) > E2 (78%) > E1 (72%). The 

observed relative levels in the effluent again decrease in the order: E2 
> E1 > EE2. As expected, the observed levels in the “control” sample 
site (river), were lower than that of both the influent and effluent 
sample points; the observed relative levels in this river sample again 
decrease in the order: E2 > E1 > EE2.

Table 3 summarizes the comparison of the estrogen levels 
obtained in this study, using GC-MS, with that obtained in our 
previous study, using ELISA [16].

These results show fairly good correlation for the effluent levels, 
which is a relatively cleaner matrix, compared to the raw sewage 
influent. The comparison also shows that the mean steroid estrogen 
levels, obtained by GC-MS, are approximately four times lower 
than that obtained by ELISA. Overestimation caused by matrices 
in environmental samples, like the raw sewage influent, has been 
considered to be an inherent problem with some ELISAs [30]. It must 
also be noted that our earlier study [16] was over a 2-year period, 
where many more sampling runs (n = 8-11) were carried out. 

The method performance characteristics of some previously 
reported GC-MS-based test methods, over the past 4 years, for the 
analysis of steroid estrogens, and other EDCs, are summarized in 
Table 4; detailed method comparisons has been reported, inter alia, 
in many previous review studies (Manickum, 2015) [29]. 

The priority estrogens analyzed are: E1, E2, and EE2, in most of 
the reported studies. The tested matrices include: environmental, 
tap, surface water, wastewater, river water, activated sludge, sewage 
sludge, and liquid-solid sludge. The edible/food matrices tested, 
include the following: human breast milk, milk, dairy products, egg 
products, meat and fish. The extraction methods that have been used 
include the following: liquid-liquid, SPE, ULE, Soxhlet, mechanical 
extraction, micro-extraction, MSPE, dispersive SPE and CLLE. It is 
clear that the majority of GC-MS-based methods utilize some mode 
of derivatisation (Entry: 1 to 8). Beside our current work (Entry 10), 
there has been one other study (Entry 9) [17], where derivatisation 
is not used. Regarding the sensitivity, although the LOD is reported 
in some references, the LOQ, which is more useful, (as it is generally 
validated at an acceptable level of precision and recovery), is not 
reported in most of the references (Entry 1, 2, 6, 7, 8). The lowest 
reported LOQ is 0.7-6.5 ng/L (Entry 3) [31], where derivatisation 
was used. In those cases where there is no prior derivatisation, (Entry 
9) [17], the LOQ is not reported. The reported, observed precision 
ranges from 2-10% for the reported test methods. We observed fairly 
similar precision of 3.2-10.5% RSD or our test method. The observed 

Table 3:  Comparison of the steroid estrogen levels determined by the ELISA and GC-MS methods.

Sample Raw wastewater/Influent: 
concentration (ng/L)

Treated wastewater/Effluent: 
concentration (ng/L)

River sample:
concentration (ng/L)

Test ELISAa GC-MSa ELISAa GC-MSa ELISA GC-MS

Estrogen Mean ± SD 
(% RSD) Range Rel.a

 %
Mean ± SD
 (% RSD) Range Rel. 

 %
Mean ± SD 
(% RSD) Range Rel. % Mean ± SD

(% RSD) Range Rel. 
% Mean Conc.

E1 84 ± 97  
(115)b 13-351 36 22.4 ± 1.3 

(6)b  21.6-23.9 37 23 ± 25 (108) 3-78 50 18.0 ± 0.7 
(4) 

17.7-
18.8 40 5 

(2-10)c 0.4

E2 119 ± 83 (70)   20-199 51 29.3 ± 0.6
(2)   29.0-30.0 49 20 ± 31 (155) 4-107 44 20.0 ± 0.3 19.7-

20.2 45 10 
(1-82) 18.3

EE2 30  ± 29  (97)  10-95 13 8.4 ± 0.9 (11) 7.5-9.4 14 3 ± 2  
(67)  1-8 7 7.3 ± 0.4 

(6) 6.9-7.2 15 1 
(0-3) 3.0

a n = 11 sampling runs for ELISA; n = 2 sampling run/3 replicates for GC-MS; Rel = relative (composition of the estrogens)
b For ELISA day-to-day; for GC-MS within-day
c range.
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Table 4: Performance characteristics of some referenced GC-MS methods for analysis of priority steroid estrogens and other EDCs.

Entry
Article type,

Corresponding/
First Author (year) 

Matrix

Analytical
technique/

test 
methods

Extraction
methods
reported 

GC 
Derivati
sation

Priority 
estrogens

tested

Other EDCs 
tested

GC-MS Method performance/validation data
Comments

Range LOD LOQ
RSD
(%)

Recovery
(%)

1
Research,

Prieto A, et al, 
(2011) [31]

river water, 
wastewater

GC-MS-LVI
Micro-

extraction 
BSTFA- 

1%TMCS
E1, E2, 
EE2, E3

NT, BPA, TT,
EQ, 

cis-ADT,
4-OP, 

Me-EE2,
DES, 
4t-OP,
4n-NP,
4-NP, 
CHL

LOD-
1000 
ng/L

nra

4-22 
within-

day
6-23 

inter-day

75-109
81-103
57-66

 

2
Review, 

Tomsikova H,et al, 
(2012) [23]

water, river 
water, 

activated 
sludge, 

wastewater, 
sewage 

sludge, liquid-
solid sludge

GC-MS, 
LC-MS, 

LC-MSMS, 
LC-DAD/FD/

UV/PDA

SPE, ULE, 
liquid-liquid, 
Soxhlet and 
mechanical 
extraction

PFBBr, 
BSTFA-
TMCS, 
BSTFA, 
BSTFA-

TMS, 
MSTFA, 
PFPA, 
acetic 

anhydride-
BSTFA

female steroid 
hormones, 
estrogens, 

progestogens

 nr
0.01-500 

ng/L
nr nr nr

All GC 
methods 

used 
Derivat
isation

3
Research, 

Avbersek M, et al,
(2013) [32]

tap, surface, 
waste 

influent/
effluent

GC-MS SPE MSTFA
E1, E2, EE2, 

E3  
2-610 
ng/L

0.2-2 ng/L 0.7-6.5 ng/L
9-Feb
inter-
day

nr  

4

Review, 
Socas-Rodriguez B,

et al, 
(2013) [33]

human breast 
milk, milk, 

dairy products

GC-MS, 
GC-MSMS, 

LC-MS, 
LC-MSMS, 

LC, UHPLC-
MSMS

BSTFA-
TMCS,

E1, E2, EE2, 
E3, 

DES, DS, HEX, 
α-ZAL

nr

1.0-1.2 
ng/kg

0.01-1.3 
µg/kg

nr nr
91-104
85-111  

5

Review, Adamusova 
H,

et al,
(2014) [34] 

 

edible; milk,
egg products

meat, fish,
packaging

products, milk
products

LC-MSMS,
LC-MS, 

LC-UV, LC-
fluorescence,

GC-MS,
GC-MSMS

Extraction, 
SPE, 

LLE, MSPE, 
dispersive 

SPE, micro-
extraction-

SPE, SPME, 
SBSE

BSTFA-
TMCS, 
MSTFA,
PFBBr, 
TMIS, 
DTE, 

BSTFA

Selected 
EDCSs, 

including:
E1, E2, EE2, 

α-E2 

Others
HEX, DES, 

DIE, BPA, BPF, 
BPZ,OP, NP

      

6
Research,

Rocha MJ, et al,
(2015) [35]

river water GC-MS SPE
BSTFA-
TMCS

E1, E2, EE2

4-OP, 
4-t-OP, nonyl=

phenol, 
polyethoxy=lates, 

BPA, phyto=
estrogens, 
sitosterol

10-375 
ng/L

nr 2.8-4.4 ng/L nr nr

Very little/
no method 
validation 

data

7
Research, 

Belhaj D, et al,
(2015) [36]

wastewater, 
activated 
sludge

GC-MS SPE
BSTFA- 
pyridine

E1, E2, EE2, 
E3  nr nr nr nr nr

Very little/
no method 
validation 

data

8
Research,

Huang Z, et al,
(2015) [37]

environmental 
water

GC-MS
Dispersive 

SPE
MSTFA- 
pyridine

E1, EE2, E3
Diethyl=

stilbestrol

90-
45000 
ng/L

6-230 ng/L nr  2.2-13 71-119  

9
Research,
Hu R, et al,
(2007 ) [17]

water, 
wastewater, 

GC-MS-LVI
SPE, liquid-
liquid (LL), 

CLLE
 E1, E2, EE2  

0.1-20 
µg/L

0.031-
0.046 ng/L

nr

2.21-9.52 
with

in-day
4.55-7.78 
between 

batch

54-98.4
No derivat

isation

10

Research
This study: 

Manickum T, et al,
-2015

water, 
wastewater, 

GC-MS-LVI
liquid-liquid 

(LL),  E1, E2, EE2  
10-100 

µg/L

5-10 
ng/50-110b 

pg/L
 

10 ng/L
16-595cpg/L

 

3.23-
10.50

99
No derivat

isation
 

anot reported
bcalculated, at signal: noise  = 3: 1
ccalculated, at signal: noise  = 10: 1
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recovery, for the derivatised methods, range from 57-119%. We 
observed ± 99% mean recovery for our un-derivatised method, for 
ultrapure water and influent-effluent matrix; much lower recovery 
(> 50%) was obtained by the previous work (Entry 9) [17]. Some 
advantages of our method over those reported include the following: 
no need to derivatise the extracted steroid estrogens; validated LOQ 
(10 ng/L; 0.02-0.60 ng/L at signal: noise = 10: 1), similar, and better 
LOQ compared to the lowest one reported, which used derivatisation 
(0.7-6.5 ng/L, Entry 3); improved recovery.

It is evident that techniques such as HPLC, GC-MS, LC-MS and 
LC-MS/MS are generally employed for quantification of EDC’s and 
priority steroid estrogens in environmental samples. Although highly 
reliable, they have several potential drawbacks, including expensive 
instrumentation, large sample volume, extensive purification, 
utilization of large amount of solvents, and the need for technical 
expertise in operation. The analysis of a large number of samples may 
be both cost and time-prohibitive. There is thus a strong need for 
rapid, simple, and cost-effective methods for quantitative analysis of 
steroid estrogen hormones. In our country, South Africa, test centers 
able to routinely analyze for the steroid estrogens in both water and 
wastewater is rather limited. The common analytical techniques 
available here, as a routine service, are only the immuno-analytical 
ELISA method [9,15,16], which has been fully validated for both 
water and wastewater matrix, with an LOQ of 5 ng/L for E1, E2 and 
EE2. However, the cost implications, together with outsourcing 
implications (sample packaging, stability, transport to Western Cape) 
[9,15,16] are added factors. Our simple, validated chemical-analytical 
GC-MS method, without the need for prior derivatisation, appears to 
be a viable option to both ELISA, and LC-tandem mass spectrometry 
for screening and quantitation of E1, E2, and EE2.

Conclusion
Whilst both ELISA and LC-MS/MS techniques have their 

advantages and disadvantages, in general, the use of MS, as a 
detector, has the main distinct advantage of simultaneous, multi-
analyte screening, which is not possible with ELISA. However capital 
costs implications associated with tandem mass spectrometry can 
be a financial hurdle for many institutions, especially Third World 
countries, like S Africa. The international reports have shown pg/L 
LOQs achievable by the chemical-analytical GC-MS/MS and LC-MS/
MS test methods, with and without derivatisation, for the targeted 
steroid estrogens analysis (E1, E2, EE2), in environmental water, 
potable water and wastewater matrix.

We have now developed and fully validated a simple, easy to set 
up, liquid-liquid extraction, chemical-analytical GC-MS method for 
screening and quantification of E1, E2, and EE2, using large volume 
injection, without the need for prior derivatisation. Preliminary 
method performance indicates that the test method is fairly sensitive, 
accurate and precise for monitoring and quantitation of these three 
priority female steroid estrogens in both water and wastewater matrix.

South Africa is the world’s 30th driest country in the world. 
Re-use options to supplement dwindling natural water resources is 
a definite need. The use of reclaimed wastewater for potable re-use 
will no doubt necessitate the requirement for much more stringent 
water quality testing due to the vast range of Emerging Chemical 
Contaminants (ECCs), EDCs, Personal Care Products (PCPs), etc., 
from wastewater influent and their subsequent potential presence in 

the treated effluent. Large volume injection, with GC-MS is a viable 
alternative to the traditional analytical methods for steroid estrogen 
analysis in water matrix.

Future work will involve optimization of the current liquid-
liquid extraction method, by investigation of: other sample extraction 
methods, like the widely used SPE, use of labeled internal standards 
for accurate recovery, prior derivatisation of extracted analytes, other 
GC inlet liners, improved GC resolution of E1 and E2, relatively polar 
GC separating columns, lower (< 1 ng/L) standard concentrations 
for sensitivity optimization, reduction of analysis/run time, higher 
GC inlet and MS interface temperatures, suitable quality control 
material/quality assurance procedures, and application to other 
relatively important steroid hormones, like estriol (E3), progesterone 
and testosterone. 

Acknowledgement
The authors acknowledge: Sampling Services Staff, of Umgeni 

Water, for the collection of all water samples and Dr W John, 
Laboratory Manager (Umgeni Water Laboratory Services), for 
financial assistance, for approving the CAPEX Budget for funding of 
the multi-mode inlet accessory purchase.

References 

1. Hansen PD, Dizer H, Hock B, Marx A, Sherry J, McMaster M, et al. 
Vitellogenin - a biomarker for endocrine disruptors. Trends Anal Chem. 1998; 
17: 448-451.

2. Miege C, Gabet V, Coquery M, Karolak S, Jugan ML, Oziol L, et al. Evaluation 
of estrogenic disrupting potency in aquatic environments and urban 
wastewaters by combining chemical and biological analysis. Trends Anal 
Chem. 2009; 28: 186-195.

3. Caliman FA, Gavrilescu M. Pharmaceuticals, Personal Care Products and 
Endocrine Disrupting Agents in the Environment - A Review. Clean-Soil Air 
Water. 2009; 37: 277-303.

4. Peng X, Wang Z, Yang C, Chen F, Mai B. Simultaneous determination of 
endocrine-disrupting phenols and steroid estrogens in sediment by gas 
chromatography-mass spectrometry. J Chromatogr A. 2006; 1116: 51-56.

5. Flor S, Lucangioli S, Contin M, Tripodi V. Simultaneous determination of nine 
endogenous steroids in human urine by polymeric-mixed micelle capillary 
electrophoresis. Electrophoresis. 2010; 31: 3305-3313.

6. Labadie P, Hill EM. Analysis of estrogens in river sediments by liquid 
chromatography-electrospray  ionisation mass spectrometry: Comparison 
of tandem mass spectrometry and time-of-flight mass spectrometry. J 
Chromatogr A. 2007; 1141: 174-181. 

7. Schlusener MP, Bester K. Determination of steroid hormones, hormone 
conjugates and macrolide antibiotics in influents and effluents of sewage 
treatment plants utilising high-performance liquid chromatography/tandem 
mass spectrometry with electrospray and atmospheric pressure chemical 
ionisation. Rapid Commun Mass Spectrom. 2005; 19: 3269-3278.

8. Shou WZ, Jiang X, Naidong W. Development and validation of a high-
sensitivity Liquid Chromatography/tandem mass spectrometry (LC/MS/MS) 
method with chemical derivatization for the determination of ethinyl estradiol 
in human plasma. Biomed Chromatogr. 2004; 18: 414-421.

9. Swart N, Pool E. Rapid detection of selected steroid hormones from sewage 
effluents using an ELISA in the Kuils River Water Catchment Area. J 
Immunoassay Immunochem. 2007; 28: 395-408.

10. Zhou Y, Zha J, Xu Y, Lei B, Wang Z. Occurrences of six steroid estrogens 
from different effluents in Beijing, China. Environ Monit Asses. 2012; 184: 
1719-1729. 

11. Wang HX, Zhou Y, Jiang QW. Simultaneous screening of estrogens, 

http://www.sciencedirect.com/science/article/pii/S016599369800020X
http://www.sciencedirect.com/science/article/pii/S016599369800020X
http://www.sciencedirect.com/science/article/pii/S016599369800020X
http://www.sciencedirect.com/science/article/pii/S0165993608002641
http://www.sciencedirect.com/science/article/pii/S0165993608002641
http://www.sciencedirect.com/science/article/pii/S0165993608002641
http://www.sciencedirect.com/science/article/pii/S0165993608002641
http://onlinelibrary.wiley.com/doi/10.1002/clen.200900038/abstract
http://onlinelibrary.wiley.com/doi/10.1002/clen.200900038/abstract
http://onlinelibrary.wiley.com/doi/10.1002/clen.200900038/abstract
http://www.ncbi.nlm.nih.gov/pubmed/16574130
http://www.ncbi.nlm.nih.gov/pubmed/16574130
http://www.ncbi.nlm.nih.gov/pubmed/16574130
http://www.ncbi.nlm.nih.gov/pubmed/21960367
http://www.ncbi.nlm.nih.gov/pubmed/21960367
http://www.ncbi.nlm.nih.gov/pubmed/21960367
http://www.sciencedirect.com/science/article/pii/S0021967306023752
http://www.sciencedirect.com/science/article/pii/S0021967306023752
http://www.sciencedirect.com/science/article/pii/S0021967306023752
http://www.sciencedirect.com/science/article/pii/S0021967306023752
http://www.ncbi.nlm.nih.gov/pubmed/15340965
http://www.ncbi.nlm.nih.gov/pubmed/15340965
http://www.ncbi.nlm.nih.gov/pubmed/15340965
http://www.ncbi.nlm.nih.gov/pubmed/15340965
http://www.ncbi.nlm.nih.gov/pubmed/17885892
http://www.ncbi.nlm.nih.gov/pubmed/17885892
http://www.ncbi.nlm.nih.gov/pubmed/17885892
http://www.ncbi.nlm.nih.gov/pubmed/21544500
http://www.ncbi.nlm.nih.gov/pubmed/21544500
http://www.ncbi.nlm.nih.gov/pubmed/21544500
http://www.sciencedirect.com/science/article/pii/S0026265X11001810


Citation: Manickum T, John W and Mlambo ZD. Development and Validation of a Gas Chromatography-Mass 
Spectrometry Test Method for Screening and Quantitation of Steroid Estrogens (Endocrine Disruptor Compounds) 
in Water and Wastewater Using Large Volume Injection. Ann Chromatogr Sep Tech. 2016; 2(2): 1021. Page 10/10

Gr   upSM Copyright  Manickum T

progestogens, and phenols and thoir metabolites in potable water and river 
water by ultra-performance liquid chromatography coupled with quadrupole 
time-of-flight mass spectrometry. Microchemical Journal. 2012; 100: 83-94.

12. Metcalfe CD, Kleywegt S, Letcher RJ, Topp E, Wagh P, Trudeau VL, et 
al. A multi-assay screening approach for assessment of endocrine-active 
contaminants in wastewater effluent samples, Sci Tottal Environ. 2013; 454-
455: 132-140.

13. Wen W, Li J, Liu J, Lu W, Ma J, Chen L. Dual cloud point extraction coupled 
with hydrodynamic-electrokinetic two-step injection followed by micellar 
electrokinetic chromatography for simultaneous determination of trace 
phenolic estrogens in water samples. Anal Bioanal Chem. 2013; 405: 5843-
5852.

14. Lindholm PC, Knuutinen JS, Ahkola HSJ, Herve SH. Analysis of Trace 
Pharmaceuticals and Related Compounds in Municipal Wastewaters by 
Preconcentration, Chromatography, Derivatization, and separation methods. 
Bio Resources. 2014; 9: 3688-3732.

15. Manickum T, John W, Terry S. Determination of selected steroid estrogens in 
treated sewage effluent in the Umsunduzi (Duzi) River water catchment area. 
Hydrol Current Res. 2011; 2: 117.

16. Manickum T, John W. Occurrence, fate and environmental risk assessment 
of endocrine disrupting compounds at the local wastewater treatment works 
in Pietermaritzburg (South Africa). Sci Total Environ. 2014; 468-469: 584-
597.

17. Hu R, Zhang L, Yang Z. Picogram determination of estrogens in water using 
large volume injection gas chromatography-mass spectrometry. Anal Bioanal 
Chem. 2008; 390: 349-359.

18. Long M, Strand J, Lassen P, Kruger T, Dahllof I, Bossi R, et al. Endocrine-
disrupting effects of compounds in Danish streams. Arch Environ Contam 
Toxicol. 2014; 66: 1-18. 

19. Socas-Rodriguez B, Hernandez-Borges J, Asensio-Ramos M, Herrera-
Herrera AV, Palenzuela JA, Rodriguez-Delgado MA. Determination of 
estrogens in environmental water samples using 1,3-dipentylimidazolium 
hexafluorophosphate ionic liquid as extraction solvent in dispersive liquid-
liquid microextraction. Electrophoresis. 2014; 35: 2479-2487.

20. Du B, Price AE, Scott WC, Kristofco LA, Ramirez AJ, Chambliss CK, et al. 
Comparison of contaminants of emerging concern removal, discharge, and 
water quality hazards among centralized and on-site wastewater treatment 
system effluents receiving common wastewater influent. Sci Total Environ. 
2014; 466: 976-984.

21. Garcia SN, Clubbs RL, Stanley JK, Scheffe B, Yelderman JC, Brooks BW. 
Comparative analysis of effluent water quality from a municipal treatment 
plant and tow on-site wastewater treatment systems. Chemosphere. 2013; 
92: 38-44.

22. D’Orazio G, Asensio-Ramos M, Hernandez-Borges J, Fanali S, Rodriguez-
Delgado MA. Estrogenic compounds determination in water samples 
by dispersive liquid-liquid microextraction and micellar electrokinetic 
chromatography coupled to mass spectrometry. J Chromatogr A. 2014; 1344: 
109-121.

23. Tomsikova H, Aufartova J, Solich P, Sosa-Ferrera Z, Santana-Rodriguez 
JJ, Novakova L. High sensitivity analysis of female-steroid hormones in 
environmental samples. Trends Anal Chem. 2012; 34: 35-58.

24. Grob K, Karrer G, Riekkola ML. On-column injection of large sample volumes 
using the retention gap technique in capillary gas-chromatography. J 
Chromatogr A. 1985; 334: 129-155.

25. Wilson B, Meng CK. Achieving Lower Detection Limits Easily with the Agilent 
Multimode Inlet (MMI), Application  Note. Agilent Technologies, Inc. USA, 
2009, 5990-4169EN.

26. Shareef A, Parnis CJ, Angove MJ, Wells JD, Johnson BB. Suitability of 
N,O-bis(trimethylsilyl) trifluoroacetamide and N-(tert-butyldimethylsilyl)-N-
methyltrifluoroacetamide as derivatization reagents for the determination of 
the estrogens estrone and 17α-ethinylestradiol by gas chromatography-mass 
spectrometry. J Chromatogr A. 2004; 1026: 295-300.

27. Eaton AD, Clesceri LS, Rice EW, Greenberg AE (Ed.). Standard methods 
for the examination of water and wastewater, 21st Edition. USA. 2005; 
Introduction: Glossary 1010 C and Quality Assurance 1020: 1-3, 1-60.

28. Long GL, Winefordner JD. Limit of detection: a closer look at the IUPAC 
definition. Anal Chem. 1983; 55: 712A-724A.

29. Manickum T, John W. The current preference for the immuno-analytical 
ELISA method for quantitation of steroid hormones (Endocrine Disruptor 
Compounds) in wastewater in South Africa. Anal Bioanal Chem. 2015; 407: 
4949-4970.  

30. Hirobe M, Rubio F, Fujita M, Shiraishi H. Development of ELISAs for 
quantification of surfactants, endocrine disruptors and estrogens, and their 
application for environmental and biological sample analysis. 2004.

31. Prieto A, Vallejo A, Zuloaga O, Paschke A, Sellergen B, Schillinger E, et al. 
Selective determination of estrogenic compounds in water by microextraction 
by packed sorbents and a molecularly imprinted polymer coupled with 
large volume injection-in-port-derivatization gas chromatography-mass 
spectrometry. Anal Chim Acta. 2011; 703: 41-51.

32. Avbersek M, Zegura B, Filipic M, Uranjek-Zevart N, Heath E. Determination 
of estrogenic potential in waste water without sample extraction. J Hazard 
Mater. 2013; 260: 527-533.

33. Socas-Rodriguez B, Asensio-Ramos M, Hernández-Borges J, Herrera-
Herrera AV, Rodríguez-Delgado MA. Chromatographic analysis of natural 
and synthetic estrogens in milk and dairy products. Trends Anal Chem. 2013; 
44: 58-77.

34. Adamusova H, Bosakova Z, Coufal P, Pacakova V. Analysis of estrogens and 
estrogen mimics in edible matrices - A review. J Sep Sci. 2014; 37: 885-905.

35. Rocha MJ, Cruzeiro C, Reis M, Pardal MÂ, Rocha E. Toxicological relevance 
of endocrine disruptors in the Tagus River estuary (Lisbon, Portugal). Environ 
Monit Assess. 2015; 187: 483. 

36. Belhaj D, Baccar R, Jaabiri I, Bouzid J, Kallel M, Ayadi H. Fate of selected 
estrogenic hormones in an urban sewage treatment plant in Tunisia (North 
Africa). Sci Total Environ. 2015; 505: 154-160. 

37. Huang Z, Lee HK. Performance of metal-organic framework MIL-101 after 
surfactant modification in the extraction of endocrine disrupting chemicals 
from environmental water samples. Talanta. 2015; 143: 366-373.

http://www.sciencedirect.com/science/article/pii/S0026265X11001810
http://www.sciencedirect.com/science/article/pii/S0026265X11001810
http://www.sciencedirect.com/science/article/pii/S0026265X11001810
http://www.ncbi.nlm.nih.gov/pubmed/23542486
http://www.ncbi.nlm.nih.gov/pubmed/23542486
http://www.ncbi.nlm.nih.gov/pubmed/23542486
http://www.ncbi.nlm.nih.gov/pubmed/23542486
http://www.ncbi.nlm.nih.gov/pubmed/23657452
http://www.ncbi.nlm.nih.gov/pubmed/23657452
http://www.ncbi.nlm.nih.gov/pubmed/23657452
http://www.ncbi.nlm.nih.gov/pubmed/23657452
http://www.ncbi.nlm.nih.gov/pubmed/23657452
http://ojs.cnr.ncsu.edu/index.php/BioRes/article/view/BioRes_09_2_3688_Lindholm_Review_3688_Trace_Pharmaceuticals
http://ojs.cnr.ncsu.edu/index.php/BioRes/article/view/BioRes_09_2_3688_Lindholm_Review_3688_Trace_Pharmaceuticals
http://ojs.cnr.ncsu.edu/index.php/BioRes/article/view/BioRes_09_2_3688_Lindholm_Review_3688_Trace_Pharmaceuticals
http://ojs.cnr.ncsu.edu/index.php/BioRes/article/view/BioRes_09_2_3688_Lindholm_Review_3688_Trace_Pharmaceuticals
http://www.omicsonline.org/determination-of-selected-steroid-estrogens-in-treated-sewage-effluent-in-the-umsunduzi-duzi-river-water-catchment-area-2157-7587.1000117.php?aid=1539
http://www.omicsonline.org/determination-of-selected-steroid-estrogens-in-treated-sewage-effluent-in-the-umsunduzi-duzi-river-water-catchment-area-2157-7587.1000117.php?aid=1539
http://www.omicsonline.org/determination-of-selected-steroid-estrogens-in-treated-sewage-effluent-in-the-umsunduzi-duzi-river-water-catchment-area-2157-7587.1000117.php?aid=1539
http://www.ncbi.nlm.nih.gov/pubmed/24056449
http://www.ncbi.nlm.nih.gov/pubmed/24056449
http://www.ncbi.nlm.nih.gov/pubmed/24056449
http://www.ncbi.nlm.nih.gov/pubmed/24056449
http://www.ncbi.nlm.nih.gov/pubmed/18026863
http://www.ncbi.nlm.nih.gov/pubmed/18026863
http://www.ncbi.nlm.nih.gov/pubmed/18026863
http://www.ncbi.nlm.nih.gov/pubmed/24145922
http://www.ncbi.nlm.nih.gov/pubmed/24145922
http://www.ncbi.nlm.nih.gov/pubmed/24145922
http://www.ncbi.nlm.nih.gov/pubmed/24789706
http://www.ncbi.nlm.nih.gov/pubmed/24789706
http://www.ncbi.nlm.nih.gov/pubmed/24789706
http://www.ncbi.nlm.nih.gov/pubmed/24789706
http://www.ncbi.nlm.nih.gov/pubmed/24789706
http://www.ncbi.nlm.nih.gov/pubmed/23988745
http://www.ncbi.nlm.nih.gov/pubmed/23988745
http://www.ncbi.nlm.nih.gov/pubmed/23988745
http://www.ncbi.nlm.nih.gov/pubmed/23988745
http://www.ncbi.nlm.nih.gov/pubmed/23988745
http://www.ncbi.nlm.nih.gov/pubmed/23557723
http://www.ncbi.nlm.nih.gov/pubmed/23557723
http://www.ncbi.nlm.nih.gov/pubmed/23557723
http://www.ncbi.nlm.nih.gov/pubmed/23557723
http://www.sciencedirect.com/science/article/pii/S0021967314005573
http://www.sciencedirect.com/science/article/pii/S0021967314005573
http://www.sciencedirect.com/science/article/pii/S0021967314005573
http://www.sciencedirect.com/science/article/pii/S0021967314005573
http://www.sciencedirect.com/science/article/pii/S0021967314005573
http://www.sciencedirect.com/science/article/pii/S0165993612000374
http://www.sciencedirect.com/science/article/pii/S0165993612000374
http://www.sciencedirect.com/science/article/pii/S0165993612000374
https://www.researchgate.net/publication/244077227_On-column_injection_of_large_sample_volumes_using_the_retention_gap_technique_in_capillary_gas_chromatography_J_Chromatog
https://www.researchgate.net/publication/244077227_On-column_injection_of_large_sample_volumes_using_the_retention_gap_technique_in_capillary_gas_chromatography_J_Chromatog
https://www.researchgate.net/publication/244077227_On-column_injection_of_large_sample_volumes_using_the_retention_gap_technique_in_capillary_gas_chromatography_J_Chromatog
https://www.agilent.com/cs/library/applications/5990-4169EN.pdf
https://www.agilent.com/cs/library/applications/5990-4169EN.pdf
https://www.agilent.com/cs/library/applications/5990-4169EN.pdf
http://www.mwa.co.th/download/file_upload/SMWW_1000-3000.pdf
http://www.mwa.co.th/download/file_upload/SMWW_1000-3000.pdf
http://www.mwa.co.th/download/file_upload/SMWW_1000-3000.pdf
http://pubs.acs.org/doi/abs/10.1021/ac00258a724
http://pubs.acs.org/doi/abs/10.1021/ac00258a724
http://www.ncbi.nlm.nih.gov/pubmed/25845526
http://www.ncbi.nlm.nih.gov/pubmed/25845526
http://www.ncbi.nlm.nih.gov/pubmed/25845526
http://www.ncbi.nlm.nih.gov/pubmed/25845526
http://acwi.gov/monitoring/conference/2004/conference_agenda_links/papers/poster_papers/175_HirobeMasato.pdf
http://acwi.gov/monitoring/conference/2004/conference_agenda_links/papers/poster_papers/175_HirobeMasato.pdf
http://acwi.gov/monitoring/conference/2004/conference_agenda_links/papers/poster_papers/175_HirobeMasato.pdf
http://www.ncbi.nlm.nih.gov/pubmed/21843673
http://www.ncbi.nlm.nih.gov/pubmed/21843673
http://www.ncbi.nlm.nih.gov/pubmed/21843673
http://www.ncbi.nlm.nih.gov/pubmed/21843673
http://www.ncbi.nlm.nih.gov/pubmed/21843673
http://www.ncbi.nlm.nih.gov/pubmed/23811375
http://www.ncbi.nlm.nih.gov/pubmed/23811375
http://www.ncbi.nlm.nih.gov/pubmed/23811375
http://www.sciencedirect.com/science/article/pii/S0165993612003664
http://www.sciencedirect.com/science/article/pii/S0165993612003664
http://www.sciencedirect.com/science/article/pii/S0165993612003664
http://www.sciencedirect.com/science/article/pii/S0165993612003664
http://www.ncbi.nlm.nih.gov/pubmed/24488827
http://www.ncbi.nlm.nih.gov/pubmed/24488827
http://www.ncbi.nlm.nih.gov/pubmed/26135642
http://www.ncbi.nlm.nih.gov/pubmed/26135642
http://www.ncbi.nlm.nih.gov/pubmed/26135642
http://www.ncbi.nlm.nih.gov/pubmed/25317971
http://www.ncbi.nlm.nih.gov/pubmed/25317971
http://www.ncbi.nlm.nih.gov/pubmed/25317971
http://www.ncbi.nlm.nih.gov/pubmed/26078172
http://www.ncbi.nlm.nih.gov/pubmed/26078172
http://www.ncbi.nlm.nih.gov/pubmed/26078172

	Title
	Abstract
	Introduction
	Materials and Methodology
	Materials 
	Methodology

	Results 
	Discussion
	Conclusion
	Acknowledgement
	References
	Figure 1
	Figure 2
	Figure 3
	Table 1
	Table 2
	Table 3
	Table 4

